(A) Policy Statement

The following procedure is established to assure that standards of safe practice are followed by all personnel in response to a loss of water in the department.

(B) Purpose of Policy

The purpose is to provide guidelines to assure that the area is maintained in a safe manner.

(C) Procedure

1. In the event of loss of water notify Facilities Maintenance at (419) 383-5353 or (419) 383-4298.

2. Notify the Manager and Physics staff.

3. When water has been restored to the department, the linear accelerators will be brought back up on line following established procedures and calibration checks.

Reference Hospital Policy # EP-08-014